TUCSON POLICE DEPARTMENT
CRIME LABORATORY i\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
& 5 Serial # _pl-0040/5 _ certifies by her signature;

on _o2f/7 /0¥ . witharesult of 8.079 AC. 0 .05C AC.

and on j/f%’ﬂ".r‘ witharesult of 0.075 AC. p0.079 AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to 0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

iwo dates.

Dore Bore.

Irene Doran
ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me
this C% & dayof morch . 2004,
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EXIHIBIT §Q f /J\Eﬂ{jﬂ-

THETIS REPCRT PREPARED PURSUANT TO DUTY IHPOBED BY
A.A.C. R9-14-404 (3A)

ARTZONA DEPARTHMENT OP EEALTH BERVICES
STANDARD QUALITY ASSURANCE PRDCEDUREs/i{,\\

INTOXILYZER MODEL 5000% \

acENcy Tucson Police Qa SPECTALIST Zryene Doraq @&-5’3/')
(Print Name)
INTOXILYZER SERIAL ;Egij} G lo— EOFOIS LOCATION «es183

DATE Jrbruavry |7 3 _Joo¥  TIME _/ODG
=2
x#gj Display reads "READY TO START" or "PUSH BUTTON TO START
TESTY
DIAGHNOSTIC TESTS

L DVM Test check. Setting should be betwesn .200 and
_E00. Mode selection switch S2 on, S1 and 53 off or

keybeard menu salection "H". Reading 1s .38 ;
AT Display Test check. Mode selection switch 51 on and 52
nﬁﬁff and S3 off or keyboard menu selection "V".
. Irintar Test check. Mode selection switch s1, 82, 53

off or keyboard menu selection "P".

el Clock tims check. Mode selection switch 510 on or
keyboard menu selection "E". -

Ef{jﬂ- Date check. Mode selection switch S11 on or keyboard
menu selection "E".

OPERATIONAL TESTS

:ﬁ% Alconol free subjesct Test result 0.000 AC
Error recognition legic system functioning
Invalid test printed
e Proper sample recognition system
“Invalid sample printed
“Beficient sample printed

N/A Completeness of sample purge with collection tubex**
Calibration standard 0.Of% AC
Results: 0.079AC < p. pgoAC //,

Instrument operating properly and accurately. YESZ NO__

COMMENTS:

SIGNATURE W /&D@LM——
[

3
94f£§;gfalcuhol concentration standard collected for subsegquent
a

nalystis.=xwn

*WITH OR WITHEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT EEYBOARD
#+THTS STEP IS ONLY REQUIRED I¥ TEIS DEVICE IS BEING USED FOR
AAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-33)
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EXHIBIT F w3

THIZ REPORT PREPARED PURBUANT TO DUTY IMPOSED BY
A.A.C, RI-14-404 (RA)

ARIZONA DEPRARTHENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES ,‘i?\\
INTOXILYZER HODEL 5000#*

BTANDARD CATLIBRATION CHECK PROCEDURE

Agency _Tucson Police NDepartment Date JN?',"]GL—"’ Tinme "’006‘7

Intoxilyzer Serial#if)be-00¥0/%5 Location _ 277455

QA Specialist Trrnce Dorar (4e33])

(Print Wame)

éJﬁﬁxrl. Pour a standard alecohol solutien of known value into a
clean dry simulater jar and assemble the simulator,
Insure that a tight seal has besen nmade.
Standard value: 0.0§? AC

ijff 2. Turn on the simulator and allow the temperature to
reach 34°C4.2°C.

L}%jf 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or seslecting "C"
on keyboard menu.

(I 4. Attach simulator to the simulator entrance port on the
Intexilyzer.
Hﬁrhqéﬁj 5. Intoxilyzer 5000 display reads "READY TO START" or

WPUJSH BUTTOM".
A5 #4) 6. Push Start Test button or press enter on keyboard.
RS KT] 7. Insert card in response to display.
Lol B. Air blank completed.
t#ﬁij%jb §. Calibration check completed.
Tast rasults 0.0F79A4+0. 072 rc 2
AT 10. Air blank completed.
E;ﬁfk#&jﬁ 11. When display reads Test Complete remove evidance card.
Attach the card to the completed checklist.
L#ﬂﬁr 12. Return mode selection switch #35 to off positicn after
2ll calibration checks are complete or type Q and enter

SIGNATURE

T /~
*JITHE OR WITEDUT VAPOR ERECIRCOLATION AND WITE OR WITHOOT XEXEOQARD

DHS/DSLS/Form Cl16 (Rev.7-53)




TUCSON PQLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Dare: ;Q/j@/ﬂ,ﬁ?
Intoxilyzer Serial Numbe t Gl 0005 ﬁf’)
QAS: Frenic Dorzn  (#633)) _4,;,1;5

Problem Description:

l‘ Iﬂﬁ?‘?’umfﬂ% ngble b CPIZ & Sizb/e

FEf rerite

|
If the

| instrument is taken out of service, complete the following:

Date out of service (2 /2 5’/5‘3 “

Calibration Check completed prior to removal from service:

0 Yes Date: = No

\ SQAP complered prior to removal from service:

O Yes Darte: m

‘ Date returned to service: a?//?"/f-)’?"‘

Corrective Action Taken or Repairs: 5274 7o ﬁ’;ﬁ;;p/xf;;/ l‘
Acchonics [or rcpair.
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THIE REPFORT PREPAHRED PURBUANT TO DUTY IMPOBED EBY

A.A.C. R9-14-404(A)

BXHIBIT Q

ARTZ0ONZA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PRDCEDURESJ$M
INTOITLYZIER HGDEL 5Q00=

AGENCY Tucson Police qa SPECTALIST :Crfﬂ::' Doran (‘9‘{2’33})

(Print Name)

INTOXILYZER SER ERIAL # @7~ 6?)‘5‘0/5'@/;-) LOCATION__ ©ODM
DATE__pf4r(hH J4 15~ 20y FEIINE_ fote ]

3535 Display reads "READY TO START" or "PUSH BUTTON TO START
TEST.: M

DIAGHOSTIC TESTS

DVM Test check. Setting should be bstween .200 and
.600. Mode selection switch 52 on, S1 and 53 off or

keyboard menu selection "H". Reading is

3 ,fyﬁ Display Test check. Mode selection switch S1 on and S2
and 53 off or keyboard menu selection "V".

héﬁﬂjr Frinter Test check. Mode selection switch 51, 52, S3
off or keyboard menu selection "P".

.:ﬁ Clock time check. Mode selection s-f__ch S10 on or
keyboard menu selection "E".

. ,Q_sq'_‘ Date check. Mode selection switch S11 on or keybeard
menu salection "E".

QPERATIONAT, TESTS
Alcohol free subject Test result 0. 020 AC
Error recognition logic system functioning
Invalid test printed
%Qiﬁ Proper sample recognition system
: Invalid sample pr*nted-gﬂg'
Deficient sample printede g

N/A Completeness of sample purge hth collection tube*#*
Calibration standard 0.0850 AC
Results: 0. DFEAC <« H.0FFA4C /

Instrument operating properly and accurately. YEST NO__

coMmMENTS: ¥ befow  DPS r2nge.

SIGNATURE %ﬂfw t(grﬂdh_

=L
Q. N,fﬁ“ alcﬂht:rl concentration standard collected for subseguent
analysis.== s

*WITH OR WITEOQOUT VAPOR RECIRCULATION AND WITH CR WITEOQUT KEYBOARD
*#THIS BTEP IS ONLY REQUIRED IP THIS DEVICE IS BEING USED FOR
EANPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-33)
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ZIATHREIT P

THIS REPORT PREPARED PURSUANT TO DOTY IMP08
A:A.C. R9—-14-404(2)

5

g8

AETIZUNA DEPRRTMENT OF HEALTH BERWICES

ETAMDARD QUALITY AS3URAMNCE PROCEDURZES
INTOIILYZER MODEL 5000+

STANDARD CALTBRATION CEECX PRACEDURE

—
%
8]

3
5 4

SIGHNATURE

#

Agency _Tucsgn Police Deparfmant Date \3',-"’}"7*‘/"{3?" Tinmg ﬁti
Intoxilyzer Serial# 4&&;ﬁgﬂﬂjﬂ£ﬁlmcaticn D AA
QA Specialist _ JZrenr Dorar &3&" )

(Print Haoe)
Pour a standard alcohol solutien af knownowvalus i
clean dry simulator jar and assemble <he sizulator
Insure that a tight s=al has heen mads.
Standard valus: 0.0F0D 2C
Turn on the simulateor and allow the femperature to
reach I4°C+.2°C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selzction switch #9 on or sslscting "c©
on keyboard manu.

Ettach simulator te the simulator entrance port on tha
Intoxilyzer,

Intoxilyzer 5000 display ra
"PUSH BUTTON'".

Push Start Test buttaon or prass entar on kxeybgard.
Tnsert card in rssponss to display.

Air blank completed.

fu
i

£ "OREADY. TO-START" or

F

Calibration check completed.
Test results LO_IJ_M-_Q?_? AT -

Air blank completed.

Wnen display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

Return mode selection switch #9 to off position after
all calibration checks ares complete or type Q and enter

Gnm Aﬁ%—/
o

*¥ITE OR WITEOUT VAFOR RECIRCULATION AND WITHE OR WITEOOT XEYBOARD

DHS/DSLS/Form C118 (Rev.7-93) ' °




CRIME LABORATORY
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A

TUCSON POLICE DEPARTMENT

INTOXILYZER SERVICE RECORD

Date:  3/1/cY
Intoxilyzer Seral Number: & ¢— Opo/6” #‘/@
QAS: Lrrae  Doregn / 7E39/ )

N

Problem Description:

"[".5?57}215’??(’!’}?‘" Ard rot L{?(f‘:,f’{f&"a“ AR “/‘{,‘,‘f" EL Yt

l&‘m—_ —
If the instrument is taken out of service, complete the following:

Date out of service  4/4

| Calibration Check completed prior to removal from service:

0 Yes Date: O No

| SQAP completed prior to removal from service:

O Yes Date: O No

Dare returned to service: 4.4

Corrective Action Taken or Repairs:

Adjusted datke  fipon 3/2/04% 7o /1 /0¥




